Bronchial stenosis treatment after lung transplantation with a self-expandable silicone stent by Samano, Marcos Naoyuki et al.
643
CLINICS 2007;62(5):643-4
LETTER TO THE EDITOR
1. Thoracic Surgery Division-Heart Institute of Clinicas Hospital of Sao Paulo
Medical School, São Paulo- SP/Brazil
2. Pulmonology Division - Heart Institute of Clinicas Hospital of University
of Sao Paulo Medical School - São Paulo, SP/Brazil
E-mail: marcos.samano@incor.usp.br
BRONCHIAL STENOSIS TREATMENT AFTER LUNG
TRANSPLANTATION WITH A SELF-EXPANDABLE
SILICONE STENT
Marcos Naoyuki Samano1, Hélio Minamoto1, Eduardo Quintino de Oliveira2, Marlova Luzzi Caramori2, Paulo Manuel
Pêgo-Fernandes1, Fabio Biscegli Jatene1
INTRODUCTION
Airway complications continue to be an important source
of morbidity and mortality following lung transplantation,
and bronchial stenosis is the most common manifestation.
Such complications have been reported to occur in up to 27%
of cases, and 13% of all transplanted patients may require
interventional bronchoscopy for treatment.1 These compli-
cations have been attributed to an insufficient blood supply
to the donor tracheobronchial tree, promoting ischemia and
consequently leading to anastomotic dehiscence, malacia, or
stenosis. Significant airway stenosis causes respiratory symp-
toms, decrease in lung function, and other complications,
such as mucus retention and infection. Recently a novel thin-
walled silicone self-expandable stent (Polyflex®) has been
used to treat tracheal stenosis and tracheo-esophageal fistu-
las. We report a case of treating bronchial stenosis after sin-
gle lung transplantation using the Polyflex® stent.
CASE DESCRIPTION
A 37-year-old woman was admitted with a diagnosis of
lymphangioleiomyomatosis and underwent left lung trans-
plantation. The bronchial anastomosis was made using
polypropylene 4-0, running continuous suture in the poste-
rior membranous wall, simple interrupted suture in the
cartilaginous portion, and covered with a donor pericardial
flap. The operation was uneventful, and the total ischemic
time was 280 minutes. The postoperative period was with-
out complications, and the patient was extubated after 4
hours and discharged from the hospital after 23 days. At this
time, bronchoscopy was normal until the third month. Four
months after the transplantation, she presented progressive
dyspnea, cough, and rude stridor. Flexible bronchoscopy
showed stenotic bronchial anastomosis, and the
transbronchial biopsy revealed the presence of Cryptococ-
cus neoformans. Computed tomography demonstrated a right
loculated pneumothorax, which was treated with an anterior
chest tube. Although treatment with amphotericin B oral was
undertaken, there was no improvement of symptoms. She
underwent balloon dilatation but developed acute respiratory
failure a few hours after the procedure, as well as a new epi-
sode of right pneumothorax, requiring chest drainage. Un-
der rigid bronchoscopy, we place a Polyflex® (Rüsch GMBH
Inc., Kernen, Germany) self-expandable silicone stent 14 x
30 mm (Figure 1), and the patient was extubated few hours
later. There was immediate clinical improvent. Three weeks
afterwards, she had mucus plugging, and we observed a mild
proximal dislodgement with exposition of the distal steno-
sis portion. Under rigid bronchocospy, we could easily re-
move the stent and exchange it for a Polyflex® 12 x 40 mm.
Although the stenosis resolved, patient died due to sepsis a
week later. There was no stent migration at autopsy.
DISCUSSION
Since the first lung transplant in humans performed by
James Hardy in 1963, until the first successful lung trans-
plantation by the Toronto Lung Transplant Group in 1983,
about 40 transplants were performed around the world with-
out success, most of them related to deficient healing of
bronchial anastomosis. Although bronchial artery anasto-
mosis has been supported by some authors, it is technically
complicated and ineffective.2 Some other techniques, such
as using a short donor bronchial stump, reinforcement of
the anastomosis with an omental flap or intercostal mus-
cle pedicle, and telescoping technique, have been shown
to be more effective in the bronchial healing. Nowadays,
airway complications still frequently occur, and the thera-
peutic options include balloon dilatation, laser photocoagu-
lation, silicone or metallic stents, and reoperation.
Figure 1 - Broncoscopic aspect of anastomotic stenosis (left) and after
Polyflex® sten placement (right
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Balloon dilatation has been considered a palliative treat-
ment, with rapid improvement of symptoms but almost cer-
tain recurrence.3 Chhajed et al showed that 26% of their
patients underwent dilatation alone for treatment of steno-
sis,4 considering it to be the first choice for treatment. La-
ser therapy may be used in thermoablation of granulation
tissue around the stenosis, but it is ineffective in cases of
bronchomalacia, and recurrence frequently occurs. Silicone
stents, such as as Hood® and Dumon® stents, were used at
first, but although they have great advantage being remov-
able, they are also susceptible to dislodgement. Because
of their thick walls and narrow lumens, mucus retention
often occurs, and bronchoscopy is frequently necessary to
clean up the prosthesis.5
Self-expandable metallic stents are less likely to dis-
lodge, and their walls are thinner, enabling better secre-
tion clearance. There are several reports comparing differ-
ent types of stents. The Palmaz® stent, an expandable wire
balloon stent, was used by Lonchyna and Burns, necessi-
tating more interventions (5.22 vs 1.28) and with a higher
complication rate (36.7% vs 10%) in comparison with the
Wallstent® and Gianturco® stents. They have no elasticity,
are difficult to remove, and fatal complications such as vas-
cular perforation have occurred with this prosthesis. How-
ever, Herrera et al observed no complications with this stent
and immediate mean improvement of FEV1 values of 87%.
Wallstent® and Ultraflex® are both made of metallic al-
loy (cobalt-based and nickel-titanium), have low resistance
to clearance of secretions, but have adequate resistance to
airway compression. They do not require hooks for fixa-
tion and conform to the tortuous airway, maintaining a ra-
dial force keeping them in position. Complications with
these prosthesis are related to the difficult removal, granu-
lation tissue formation, and mucus retention. Chhajed et
al, in a comparative study with Gianturco®, Wallstent®, and
Ultraflex® stents, obtained the best results with the
Ultraflex® stent, such as lower rates of recurrence, mucus
plugging, and migration.
The Polyflex® stent, a self-expandable stent, combines
the advantages of the metallic ones (elasticity, good adap-
tation to the irregularities of tracheobronchial tree, and a
thin wall allowing better secretion clearance) with those
of the silicone stents, primarily the feature of being remov-
able, and thus is the best conceived airway stent. This pros-
thesis, made of filaments of polyester covered with a sili-
cone layer, is available in several lengths and diameters.
Some experience has been achieved using this stent in the
treatment of obstructions and tracheo-esophageal fistulas
due to malignant disease. Bolliger et al used it in 26 pa-
tients, with low migration rate and few complications.6
Wasserman et al reported occasional infolding of the inte-
rior layer leading to obstruction.7 In our initial experience,
migration was a common complication primarily related
to mismatching the correct diameter of the stent. But with
correct measuring, we now have patients with laryngotra-
cheal stenosis treated for more than 1 year with Polyflex®.
Spontaneous pneumothorax in the native lung follow-
ing transplantation and bronchostenosis has been reported
before by Chhajed et al with resolution after insertion of a
nitinol stent. The airway stenosis contributed to cause high
resistance to air flow leading to preferential ventilation to
the native lung, causing it to be more susceptible to pneu-
mothorax.8 In our patient, pulmonary fungal infection may
have contributed to causing stricture of the anastomosis and
then native lung overinflation causing 2 episodes of pneu-
mothorax. We were concern about using a metallic stent
because we expected an improvement of stenosis after treat-
ment of the fungal infection, and we decided to use a sili-
cone stent. A removable self-expandable stent was a viable
option due the possibility of removing it after treatment for
fungal infection.
Although some authors have attempted take advantage
of a metallic stent in the treatment of bronchial stenosis
after lung transplantation, a removable self-expandable sili-
cone stent seems to be an option in these cases. However,
more experience must be achieved with the Polyflex® stent.
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